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Abstract
Background: As real-time quantitative PCR (RT-QPCR) is increasingly being relied upon for the
enforcement of legislation and regulations dependent upon the trace detection of DNA, focus has
increased on the quality issues related to the technique. Recent work has focused on the
identification of factors that contribute towards significant measurement uncertainty in the real-
time quantitative PCR technique, through investigation of the experimental design and operating
procedure. However, measurement uncertainty contributions made during the data analysis
procedure have not been studied in detail. This paper presents two additional approaches for
standardising data analysis through the novel application of statistical methods to RT-QPCR, in
order to minimise potential uncertainty in results.

Results: Experimental data was generated in order to develop the two aspects of data handling
and analysis that can contribute towards measurement uncertainty in results. This paper describes
preliminary aspects in standardising data through the application of statistical techniques to the area
of RT-QPCR. The first aspect concerns the statistical identification and subsequent handling of
outlying values arising from RT-QPCR, and discusses the implementation of ISO guidelines in
relation to acceptance or rejection of outlying values. The second aspect relates to the
development of an objective statistical test for the comparison of calibration curves.

Conclusion: The preliminary statistical tests for outlying values and comparisons between
calibration curves can be applied using basic functions found in standard spreadsheet software.
These two aspects emphasise that the comparability of results arising from RT-QPCR needs
further refinement and development at the data-handling phase. The implementation of
standardised approaches to data analysis should further help minimise variation due to subjective
judgements. The aspects described in this paper will help contribute towards the development of
a set of best practice guidelines regarding standardising handling and interpretation of data arising
from RT-QPCR experiments.

Background
Real-time quantitative PCR (RT-QPCR) is increasingly
being seen as a bench-marking analytical tool for many

trace DNA detection strategies, across a diverse range of
areas encompassed within bioanalytical science [1-5]
High quality performance characteristics associated with
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this technique include throughput, reproducibility, spe-
cificity, and sensitivity. These characteristics in association
with its wide applicability [6,7], have meant that RT-
QPCR is now being seen as a 'gold standard' for compar-
ative purposes across a number of disciplines inclusive of
regulation and legislation [8-10]

Because of the wide applicability of RT-QPCR, there is
now a wealth of information pertaining to the analytical
results derived from this molecular technique [11,12] For
this reason, it is imperative that the performance charac-
teristics and uncertainty contributions from a particular
application of RT-QPCR are known with high confidence.
Without these defined criteria, the method cannot be
qualified as performing 'fit for purpose', and speculation
may arise regarding the interpretation and assurance with
which results are derived [13].

For a given assay, measurement uncertainty estimation
helps identify components of variability and make rea-
sonable estimates of these components' effects upon the
end result [2,13] Current quality regulations dictate that
any result from an analytical laboratory should be given
with an associated uncertainty estimate, and this is now
included under the remit of ISO 17025 [14-16]. In rela-
tion to RT-QPCR, much of the current focus of measure-
ment uncertainty estimation is based upon identifying
factors associated with the experimental conditions of the
analytical technique [17-20]. For example, uncertainty in
RT-QPCR can arise from the use of laboratory equipment
and reagent preparation associated with the initial DNA
extraction procedure.

Additionally, recent studies have examined the underly-
ing mathematical model associated with RT-QPCR, inclu-
sive of the precision of replicate standard curves [21].
Progressing from this, the use of a sigmoidal function to
model fluorescence data as a more reliable alternative to
using standard curves has been proposed [22]. Aspects
associated with the in-house validation of RT-QPCR
measurements have also been examined [23,24], and
some of the pertinent factors that account for a lot of the
variation in RT-QPCR measurements have been reviewed
[25].

A critical aspect that has not been examined in great detail
is the area of data handling and interpretation. The vast
volume of data being generated by RT-QPCR means that
a large number of statistical tools and approaches can be
applied to analyse the results [26]. However, if there are
no guidelines or standardised approaches for this data
handling and interpretation, then significant variation in
the end result can also be attributed to this area. As one of
the functions of measurement uncertainty estimation is to
identify all potential factors that contribute towards the

variation in the end result, then the area of data handling
and interpretation is a fundamental aspect that should
also be examined in detail.

Previous studies have identified production of calibration
curves, interpretation of data from duplex and singleplex
reactions, and transformation of data, as areas that can
contribute towards variation in the interpretation of RT-
QPCR data [2]. The current study contributes further
towards standardised methodologies that can be imple-
mented when results are interpreted from trace detection
situations. In the current paper, two additional aspects of
data analysis are presented, which can potentially give rise
to different interpretations of results from real-time PCR
experiments if standardised guidelines are not adhered to
in their implementation.

The first aspect concerns the identification and subse-
quent handling of outlying values. Inclusion of outlying
values in a data set is liable to give rise to erroneous inter-
pretations. For many data sets arising from analytical pro-
cedures, it is often advantageous to display the
distribution of the data set visually, to aid in the identifi-
cation of potential outliers. There are also a number of sta-
tistical tools available that facilitate an objective test as to
whether a data point should be classified as outlying [27].

However, there are inherent difficulties associated with
conducting analysis of data arising from RT-QPCR [2].
Some of these problems originate from the artificially
imposed end cycle number, which represents the total
number of amplification cycles performed on the RT-
QPCR platforms. The rather arbitrary assignment of this
value coupled with the non-normal distribution of blank
controls and data points that lie close to this value can
make the identification of outlying values problematic.
The establishment of guidelines on how to identify and
handle outlying values given the regulatory and legislative
dimension that RT-QPCR now occupies, is thus of funda-
mental importance in minimising potential measurement
uncertainty.

This paper describes a simple visual approach as an initial
step to identifying potential outlying values using a 'box
and whisker' plot, and then suggests the use of a statistical
test to objectively assess values to determine whether the
data points are outliers. Additionally, the implementation
of ISO guidelines is discussed in relation to acceptance or
rejection of statistical outliers.

The second aspect relating to analysis of data arising from
RT-QPCR concerns the comparison of calibration curves.
Calibration curves are produced based on measuring an
instrument response according to a range of standards of
known analyte concentration. For RT-QPCR studies, the
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DNA content of an unknown sample is then estimated by
translating the value of the measurand associated with a
sample into its corresponding DNA concentration based
upon the equation relating to the calibration curve.

Calibration curves arising from PCR are often compared
to one another in order to judge if they are performing the
same. One way of doing this is to examine the magnitude
of the regression coefficient associated with the calibra-
tion curve produced through simple linear regression.
This regression coefficient is equal to the gradient or slope
of the line and is related to the efficiency of PCR amplifi-
cation. The current state of the art in RT-QPCR for com-
parison of calibration curves is to do so visually in order
to assess any difference between these regression coeffi-
cients [28]. This visual comparison is potentially very sub-
jective, and there is a need for an objective statistical test
that will indicate the likelihood of two regression coeffi-
cients being equal. Such a test is described in detail in this
paper so that it can be applied using basic functions found
in standard spreadsheet software, and the implementa-
tion of its principles should further help minimise varia-
tion due to probable subjective judgements.

This paper further highlights original applications of sta-
tistical tools to the analysis of data arising from RT-QPCR
techniques. Approaches for identifying and handling out-
lying values, and techniques for comparing calibration
curves, are examined. These aspects are discussed with a
view to helping minimise potential measurement uncer-
tainty arising from the area of RT-QPCR data analysis. The
analysis of these aspects illustrates preliminary methods
in which to standardise the reporting of results. To fully
explore and model the optimal approach to data handling
from RT-QPCR requires a collaborative effort between sci-
entists and statisticians alike. It is hoped that the
approaches outlined here will contribute towards the
development of a set of best practice guidelines with
which to help standardise handling and interpretation of
data arising from RT-QPCR.

Results and discussion
Outlier testing
A preliminary method to identify potential outliers is pre-
sented here, based on initially displaying data sets as
graphical box and whisker plots [29]. These graphs were
produced using Statistica 6.0 software (Statsoft Inc., USA)
but can be reproduced using other statistical software
packages.

The rationale behind the box and whisker plot was as fol-
lows. The midpoint of a data set was calculated and repre-
sented by the median. A box drawn around this midpoint
represented the inter-quartile range, which encompassed
50% of the range based on the 1st quartile (25% confi-

dence level) to the 3rd quartile (75% confidence level).
The whiskers outside of the box represented an additional
selected range, encompassing 5% to 95% of the range of
results. Data points that lay substantially beyond the
range of this box and whisker plot were identified as
potential outliers. Typically, potential outliers were iden-
tified when the value associated with a data point was
larger than an upper limit of 1.5 times the height of the
box, or below the lower limit of 1.5 time the height of the
box.

A more formal definition is outlined below:

Upper limit = (75th percentile) + (outlier coefficient*(75th

percentile – 25th percentile))

Lower limit = (25th percentile) - (outlier coefficient*(75th

percentile – 25th percentile))

The default setting for the outlier coefficient is 1.5.

If the value associated with a data point was above the
upper limit, or below the lower limit, it is thus character-
ised as a potential outlier.

Data set 3 was produced based on measuring cycle thresh-
old (Ct) values associated with three samples X, Y, and Z,
which consisted of 18 replicate observations per sample.
The Ct value indicated the cycle number where the target
analyte signal crossed a pre-set threshold value during RT-
QPCR. The graph in Figure 1 shows the results from data
set 3 that has been displayed according to a box and
whisker plot, using the description outlined above where
the whiskers encompass 5% to 95% of the range of results.

An outlier can be defined as a data point that does not fol-
low the typical distribution of the rest of the data set and
can be regarded as an irregular observation. Example
causes of outlying data points include the sample being
atypical, the underlying distribution of the data set being
non-normal in nature, operator error, a measurement
mistake or transcription error, or purely due to chance var-
iation. Potential outliers can arise due to this latter chance
variation, where the data point is correct in nature and is
simply more divergent than the majority of the data set, or
they can arise due to errors where the value of the data
point is erroneous. An objective test is needed to calculate
the probability that a single data point is different from
the rest of the data set purely due to chance alone.

The use of the "box and whisker" plot is a useful diagnos-
tic aid in achieving this, and a number of further statistical
tools exist which can be used in conjunction to conduct
this objective test [30]. The Grubbs' test [31] for identifi-
cation of outlying values will be outlined here due to its
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ease of application, computational simplicity, and its rec-
ommendation as described in the International Standard
Organisation document ISO 5725-2 [32].

Alternative names for the Grubbs' test are the maximum
normalised residual test and the extreme studentized devi-
ate.

The null hypothesis for the Grubbs' test is that there are no
outliers in the data set, whilst the alternative hypothesis is
that there is at least one outlier present. The test statistic
for the Grubbs' test is computed from:

Where:

G = test statistic associated with Grubb's test

Yi = ith observation from data set / suspected outlier

 = sample mean

sd = standard deviation of data set

The test statistic can be interpreted as the largest absolute
deviation from the sample mean in terms of the sample
standard deviation.

It is possible to calculate the probability associated with
the test statistic using formulae, but it is more common to
determine the critical values associated with the test statis-
tic using tables available in statistical publications [31].
We have used tables to determine the probability associ-
ated with the test statistic, so that the approach for identi-
fying outliers can be applied using standard spreadsheet
software rather than specialist statistical software.

Based on ISO 5725 guidelines, outlying data points can be
characterised according to the probability that their asso-
ciated values can arise due to chance alone. Those values,
which lie between 95% and 99% of the expected range of
the characterised distribution, are termed stragglers (P
value between 5% and 1%), and those values, which lie
beyond 99% of the range of the characterised distribution,
are termed outliers (P value below 1%).

From the box and whiskers plot illustrated in Figure 1,
potential outliers were observed in all three samples of X,
Y and Z. The most extreme potential outlier was observed
in sample Z and the least extreme potential outlier in sam-
ple X. The Grubbs' test was applied to each of the samples
as an objective assessment as to whether these data points
should be classified as outliers or stragglers according to
ISO guidlines. The results of the Grubbs' test are shown in
Table 1.

For sample X, the test statistic associated with the poten-
tial outlier was 1.89 based on 18 data points. According to
statistical tables [31] in order for the extreme value to be a
straggler (beyond 95% of the range) the test statistics must
be 2.50 or higher for 18 observations. This implied that
the extreme value was not inherently different from the
majority of values for sample X, and was within the 95%
confidence interval of the mean of that data set. Thus the
extreme value was included for subsequent analysis, as it
was not considered inherently different from the rest of
the data set.

For sample Y, the potential outlying value has a response
value (Ct) of 24.41, which appeared distinct from the rest
of the range of the distribution for sample Y. The Grubbs'
test statistic for this value was 2.63, which indicated that
it lay between 95% and 99% of the normal range of the
sample Y based on statistical tables. According to ISO
guidelines this should be considered as a straggler.

The extreme value in sample Z had an associated Ct value
of 28.79. The Grubbs' test statistic associated with this
data point was 3.83 that indicated that the value lay

G = max 
[

sd

Y Yi − ]

Y

Box and whisker plots applied to data set 3 to identify poten-tial outliersFigure 1
Box and whisker plots applied to data set 3 to iden-
tify potential outliers. The three samples of X, Y and Z 
are represented on the graph. The response variable on the 
y-axis is represented by Ct (cycle threshold value). For each 
sample, the median is indicated as the smaller box, and the 
large box indicates the inter-quartile range (1st to 3rd quar-
tiles). Box and whiskers encompass 95% of the range of the 
data associated with each sample.
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beyond 99% of the range of sample Z, given a normal dis-
tribution. This value was thus considered as an outlier
according to ISO guidelines.

ISO 5725 provides recommendations regarding the han-
dling of potential outliers [32]. It suggests retention of
stragglers in a data set unless there is a technical reason
not to do so, based on the rationale that at the 95% level
of confidence, there is a reasonable probability (5%) that
the straggler could arise from the data set purely due to
chance alone. However, for data points classified as out-
liers, ISO guidelines recommend rejection of the value
before the subsequent data analysis, unless sufficient jus-
tification is given to retain it. This is based on the premise
that there is an unacceptably high chance that the value
does not belong to the rest of the data set.

Retention of statistical outliers in a data set can cause the
mean value to be changed slightly whilst the confidence
interval can be greatly increased. For example, when the
single outlier has been removed from sample Z (Table 1),
the mean and standard deviation associated with the data
set are 23.46 and 0.40 respectively. However, inclusion of
the single outlier gives a mean of 23.75 and a standard
deviation of 1.32. This effect is particularly important not

only if the sample is being used to construct a calibration
curve, but also if that sample is being analysed in order to
estimate an unknown analyte level associated with it.

There are potential difficulties associated with conducting
the analysis of data arising from RT-QPCR. Many of these
difficulties arise from the artificially imposed end cycle
number. This end cycle number represents the maximum
number of cycles that the RT-QPCR platform is instructed
to perform for a given assay. Results arising from RT-
QPCR platforms are typically expressed as cycle threshold
values (Ct values). Because of the nature of RT-QPCR,
blank control samples consisting of no template controls
do not give a zero Ct value, but instead give a response
value that is equal to the end cycle number. Samples that
fail to amplify, or ones that are true blanks, will have a
mean equal to the end cycle number with a standard devi-
ation of zero. Potentially this can cause problems when
visually inspecting a data set for outlying values, as data
points near the end cycle number may be wrongly rejected
when they represent true values. This is of particular
importance when estimating limits of detection and
quantification associated with an assay where the confi-
dence associated with a reported result may be in ques-
tion.

Table 1: Statistical identification of outliers on data set 3. Data set 3 comprised of three samples X, Y, and Z. Each sample consisted of 
18 replicates of known analyte concentration. The table lists the response values (Ct) associated with these 18 replicates per sample, 
as well as indicating which values appeared to be potential outliers according to the box and whisker plots. For each sample, the 
Grubbs' test statistic is computed, as well as the classification and recommendations according to ISO guidelines.

Sample
X Y Z

24.24 24.41 22.97
23.97 27.21 22.93
24.44 27.02 22.95
24.79 26.81 23.12
23.92 26.64 23.59
24.53 27.63 23.37
24.95 28.42 24.17
24.76 25.16 23.48
25.18 28.53 23.80
25.14 28.06 23.43
24.57 27.77 23.66
24.49 28.74 28.79
24.68 28.35 23.77
24.45 28.80 23.98
24.48 27.99 23.56
24.30 28.21 22.80
24.60 28.00 23.29
24.57 28.21 23.86

Potential outlier value 23.92 24.41 28.79
Grubbs' test statistic 1.89 2.63 3.83
Outlying value classification Non significant Straggler Outlier
Recommendations Accept Accept Reject
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Aside from the statistical test outlined here, there are a
number of approaches that can be implemented in order
to accommodate or reject any data points that could be
considered outliers. For example, one approach is to use
the unadulterated data in order to assess the performance
of different PCR platforms. This is based on the premise
that if the same quality regulations are adhered to in the
operation of each platform, the number of erroneous data
points in each data set will be indicative of the overall per-
formance of that platform. A further approach is to artifi-
cially impose a maximum Ct value, above which any
values will be rejected based on the risk of being outlying
values, resulting from non-specific amplification, for
example. Dependent upon the capabilities of the real-
time PCR platform, this approach has the potential to
incorrectly omit values that validly add information to the
analysis. An additional approach includes the use of expe-
rience to identify potential outliers, which can be
extremely subjective and variable in nature, but is argua-
bly a method of practical use. Other approaches exist to
improve the quality of data arising from RT-QPCR, many
of these being subjective in nature or exhibiting a poten-
tially high chance of incorrectly rejecting data points that
would add value to the analysis. The statistical procedure
and approach outlined above provides a basis for more
objective determination of when to accept or reject poten-
tial outlying data points.

Limitations of approach and comparison to other methods
A limitation of the Grubbs' test is that the test assumes
that the data set follows an approximately normal distri-
bution. The user should first test their data set for signifi-
cant departure from normality before proceeding. Tests
such as the Shapiro-Wilk W test [33] and Lilliefors test
[34] can be used to test for normality. Transformation of
the raw data values into a mathematical derivative, for
example through using logarithms, may help normalise
the data set and make it amenable for further parametric
statistics [35]. Outlier tests for non-normally distributed
data can be applied, but the power of these tests is rela-
tively poor, and they are more difficult to apply.

The particular form of the Grubbs' test illustrated in this
paper detects one statistical outlier at a time. Alternative
tests for single outliers exist, for example Dixon's Q test
[36], although the Grubbs' test is usually considered to be
more robust, and the Grubbs' test is recommended as an
applicable outlier test according to the International
Standard Organisation guidelines ISO 5725-2 [32].

The Grubbs test is only valid for the detection of two or
less outliers in a data set. Derivations of the Grubb's test
also exist for detecting pairs of outlying values, but a dis-
cussion of these is beyond the remit of the current article.
It is possible to use the Grubbs' test iteratively on the

remainder of the data set in order to identify all potential
outliers. However, such multiplicity of testing decreases
the power of the Grubbs' test and this use of repeated sig-
nificance tests in a single study can thus increase the prob-
ability of obtaining false positive results. Statistical
techniques for handling the iterative elimination of out-
liers can be used, and for identification of multiple out-
liers within a data set that consists of 25 or more values
that follow a normal distribution, it is recommended that
further outlier tests such as the Rosner's test be considered
[30].

Comparing regression coefficients
For RT-QPCR, the majority of calibration curves are fitted
using a simple linear regression model, although alterna-
tive models are available [2,37,38]. This simple linear
regression model uses the method of least squares, which
establishes the best fitting straight line based on minimis-
ing the residual variance between the predicted model
and the observed data points. The resulting linear regres-
sion equation is often displayed in the form of y = bx + c,
where y is the dependent variable, x is the independent
variable, b is the gradient of the line, and c is the intercept
of the line on the y-axis. Comparisons between different
calibration curves are usually conducted based upon
using the regression coefficient. This regression coefficient
(b) represents the gradient, or slope of the line, associated
with the calibration curve, and is also related to the ampli-
fication efficiency of the real-time PCR reaction. For many
RT-QPCR applications, an assumption is made that the
PCR efficiency of the standards used to construct the cali-
bration curve is the same as the PCR efficiency associated
with the samples under evaluation. Thus, comparison of
regression coefficients is an important quality step. This
regression coefficient corresponds to the gradient of the
rate of change of the dependent variable (y) per unit
change in the independent variable (x). The most com-
mon way of comparing calibration curves together for
real-time PCR is to inspect the gradient of the two regres-
sion lines visually on the same or separate graphs [28].
However, this only provides a subjective assessment of the
differences between the two lines.

Outlined below is an objective statistical test that calcu-
lates the probability that any differences observed
between two regression coefficients are due to chance
alone.

This test is a simplified derivative of an analysis of covari-
ance. The analysis of covariance is recommended as the
best choice for comparing regression lines [39], and a
review and explanation of the full procedure are given in
[40,41]. The test is explained in detail using data sets 1
and 2 so that the computations involved in the worked
example can be readily implemented using only basic
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spreadsheet software commonly available to the bio-ana-
lytical community.

The validity of this test is based upon the following
assumptions:

• Simple linear regression is used to produce the calibra-
tion curves

• Each of the two data sets have the same values for the
independent variable x

• Variances between the data sets are statistically equal

Data sets 1 and 2 are described in Table 2. These were ana-
lysed by simple linear regression as shown in Table 3 in
order to produce two calibration curves (Figure 2). This
resulted in two estimates of the regression coefficients (b1
and b2) associated with each of the calibration curves for
data set 1 and 2 respectively. From this analysis:

b1 = -5.5815

b2 = -5.2301

These two regression coefficient estimates are similar, but
the magnitude of the regression coefficient b1 is slightly
larger than b2. Figure 2 also illustrates that the two regres-
sion lines appear to converge at low copy number values,
whilst they diverge at higher copy number values.

The objective test for differences between the two regres-
sion coefficients uses the calculation of a term called the
heterogeneity of regression coefficients. This heterogene-
ity of regression coefficients tests the null hypothesis that
b1 and b2 are estimates of the same gradient. This can be
calculated using the following formulae:

Heterogeneity of regression coefficients SS =  (Regres-

sion SS) – (Joint Regression SS) where 'SS' is equal to the
Sum of Squares.

The  (Regression SS) is equal to the sum of squares

associated with the regression item, where the Sigma sym-
bol is used to indicate that this is summed across both
data sets 1 and 2. These values relate to the regression
items from the analysis of variance tables which are pro-
duced in the original regression analysis conducted on
data sets 1 and 2, as illustrated in Table 3. The Regression
SS characterises the component of the variation in the

dependent variable (y) that is accountable by the inde-
pendent variable (x).

From Table 3, the Regression SS for data set 1 was
217.6061, and the Regression SS for data set 2 was

190.9423. Therefore the  (Regression SS) was equal

to 408.5484.

The Joint Regression SS uses the Sum of the Products (SP)
and is calculated as:

Joint Regression SS = 

Where  SP[x, y] is the Sum of the Products for x and y

summed across both data sets, and  SS[x] is the Sum of

i

n

=
∑

1

i

n

=
∑

1

i

n

=
∑

1

SP

SS

x y
i

n

x
i

n

[ , ]

[ ]

=

=

∑

∑











1

2

1

i

n

=
∑

1

i

n

=
∑

1

Calibration curves associated with data sets 1 and 2Figure 2
Calibration curves associated with data sets 1 and 2. 
Calibration curves are produced by simple linear regression 
based on values from seven standards. Regression equations, 
R2 values and regression coefficients associated with both 
data sets are shown towards the bottom of the graph.

Comparing regression coefficients

y = -5.2301x + 43.608

R2 = 0.9881

y = -5.5815x + 42.864

R2 = 0.9863

15

20

25

30

35

40

1 2 3 4 5

log (copy number)

M
e

a
n

C
t

Data set 1

Data set 2

Data set 1 Data set 2
Page 7 of 13
(page number not for citation purposes)



BMC Biotechnology 2005, 5:31 http://www.biomedcentral.com/1472-6750/5/31
Squares of x summed across both data sets. Within a data
set, these terms are further defined as follows:

and

Using this formulae the SP[x, y] for data set 1 is calculated
as -38.9871, and the SP[x, y] for data set 2 is calculated as -
36.5205. Hence:

The denominator for the Joint regression Sum of Squares
is the summation of the sum of squares for data sets 1 and
2. As both data sets use the same values associated with
the independent variable x, then the Sum of Squares of x
for both data sets is the same. Hence:

The Sum of Squares of x for data set 1 is calculated as
6.985063, thus:

For the Joint Regression SS, both the numerator and
denominator have been evaluated, which gives a value of
408.1129.

Values for both items in the Heterogeneity of Regression
coefficients have now been calculated. Thus:

Heterogeneity of Regression coefficients = 408.5484 –
408.1129 = 0.4355.

To test if b1 and b2 are significantly different from one

another, the Heterogeneity of regression coefficients SS is

divided by  Residual SS

Where:

 Residual SS = Residual SS[b1] + Residual SS[b2]

The  Residual SS is equal to the sum of the residual

sum of squares from data sets 1 and 2. These are listed in
the analysis of variance tables associated with the original
two regression analyses (Table 3).

 Residual SS = 3.03 +2.30 = 5.33

The degrees of freedom for each individual residual SS are
(n-2) which equals 5, where n is the number of points
plotted on the calibration curve. Thus, where n is the same
between the two regressions, as in this worked example,

the degrees of freedom relating to the  Residual SS is

calculated as (n-2)*2, which equals 10. This Residual SS
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Table 2: Description of data sets 1 and 2 used for comparing regression coefficients. Data sets 1 and 2 were produced based on 
measuring the instrument response (Ct values) in relation to a range of standards of known copy number. The copy numbers of these 
standards are displayed in the first column, with the log to the base 10 of these copy numbers displayed in the second column. The Y1 

column shows the Ct values corresponding to data set 1 from the first RT-QPCR platform, whilst the Y2 columns shows the Ct values 
corresponding to data set 2 from the second RT-QPCR platform.

DNA copy nu Log (DNA copy nu) Y1 Y2

31628 4.5 18.79 20.93
10000 4 20.47 22.74
3162 3.5 22.31 24.56
1000 3 25.44 27.31
316 2.5 28.74 30.11
100 2 32.24 33.38
32 1.5 34.82 36.37
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characterises that proportion of the variation in y that is
not dependent upon x for both regression models. Thus,
the Residual SS is a measure of the amount of variation
left over in the experiment, which is not accounted for by
both models.

An F-variance ratio test can then be used to test if the var-
iance associated with the Heterogeneity of regression coef-
ficients SS is significantly greater than the variance
associated with the Residual SS, as shown in Table 4.

For this test, the null hypothesis (H0) assumes that there
is no significant difference between the two regression
coefficients. The P value then represents the probability
that the difference between the two regression estimates is
purely due to chance. Adopting common statistical prob-
ability threshold values, if the P value is below 5% (P <
0.05) the null hypothesis is rejected. If P < 0.05 the alter-
native hypothesis is accepted, and the difference between
the two regression estimates is real and the estimates are
significantly different. In the example illustrated above,
the P value was equal to 0.39, which indicated that the
regression coefficients associated with the calibration
curves produced by the two RT-QPCR platforms were not
significantly different from one another.

This objective comparison between two calibration curves
is useful as the statistical test takes into account the major-
ity of those variables inherent in normal regression analy-
sis. For example, the test uses the regression sum of
squares associated with both calibration curves, which
represents that part of the variation in the dependent var-
iable (Ct) that is accountable for by the independent var-
iable (log of the DNA concentration). Thus, the regression
sum of squares is a measure of how well the linear regres-
sion model fits the experimental data. In addition, the test
takes into account the residual sum of squares associated
with the calibration curves, which is an estimate of the
amount of variation remaining in the experimental data

that is not explained by the linear regression model.
Because the number of degrees of freedom associated with
such items as the heterogeneity of regression coefficients
sum of squares and the joint remainder sum of squares
can be calculated, variance estimates can be made. These
estimates then facilitate an F variance ratio test that can be
used to predict the probability that differences arise
between the two regression coefficients due to chance
alone.

Based on conventional RT-QPCR theory [42], the regres-
sion coefficient and the PCR amplification efficiency are
related according to the following equation:

where E = efficiency of PCR reaction. Thus any differences
observed between the regression coefficients associated
with the two calibration curves will also be related to the
two PCR amplification efficiencies associated with the
data sets. Small changes in both E, and hence b can influ-
ence results substantially, hence it is important that b and
E are compared in some way. Whilst this aspect has been
recognised for some time, no advice has been given
regarding a statistical or objective test on how to achieve
this for RT-QPCR studies. The test described in this paper
shows one potential way of meeting this requirement.

The above technique may be usefully applied in further
situations to objectively compare the gradients associated
with two calibration curves. For example, it would be
applicable to use the statistical approach in relation to his-
torical data sets. A calibration curve based on a current
data set may be compared to a calibration curve con-
ducted six months previously. This may be conducted in
order to qualify if a reference material is behaving compa-
rably between the two time points. Any significant differ-
ences between the two calibration curves may be due to

b
1

logE
= −











Table 3: ANOVA table associated with simple linear regression analysis of data sets 1 and 2.

Data set 1
Item df SS MS F P

Regression 1 217.61 217.61 358.77 <0.001
Residual 5 3.03 0.61
Total 6 220.64

Data set 2
Item df SS MS F P

Regression 1 190.94 190.94 415.67 <0.001
Residual 5 2.30 0.46
Total 6 193.24

df: degrees of freedom; SS: sum of squares; MS: mean squares: F: F variance ratio; P: probability associated with F variance ratio.
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stability or other issues, and are worth investigating fur-
ther before using the reference material for any additional
analytical work. Furthermore, the technique for compar-
ing regression coefficients can be implemented when
examining two calibration curves that have been pro-
duced using methods that are similar except for one fac-
tor. For example, the statistical technique can be applied
when standard curves are produced from the same analyt-
ical standards but use different real time PCR platforms.
In this example, the scientist may wish to compare the cal-
ibration curves between the platforms in order to deter-
mine if they are essentially giving the same estimates.
Additionally, the technique can be applied when the
sources of the standards used to produce the calibration
curve are different. For example, calibration curves on the
same real-time PCR platform may be produced using plas-
mid or genomic DNA which have been quantified and
diluted to the same concentration. The analyst may then
want to objectively compare the gradient associated with
each of the calibration curves in order to determine statis-
tically if they are operating to the same efficiency. More
mundane, but no less important applications of the tech-
nique would involve examining the relationship between
two calibration curves based on replicate runs of the same
experiment in order to determine if significant differences
occur.

Limitations of approach and comparability with other 
methods
The test described above has been explained in detail, to
facilitate its implementation using only the basic func-
tions found in standard spreadsheet software. Similar
results can also be achieved if more specialised statistical
software is available to the analyst. However, knowledge
of statistical expressions, and familiarity regarding termi-
nology that may be specific to the software package is
often assumed.

Statistical tests for the difference between regression coef-
ficients can be implemented using an analysis of covari-
ance approach through a general linear model. [43,44].
The specific details concerning the theory behind this
model can be found in [45], but a brief description of the
application of the analysis of covariance is given here. The
general linear model can be used to test three hypotheses:
that the two gradients are significantly different from zero;

that the gradients of the two lines are the same (heteroge-
neity of regression coefficients); and the hypothesis of
equality of intercepts (the point where both lines cross the
y-axis is the same). Using statistical software this can be
achieved by specifying the Ct value as the response varia-
ble and the log (copy number) as the covariate. In addi-
tion, the model used to make the comparison is specified
as the interaction between the two variables. Using data
sets 1 and 2, an analysis of covariance results table is
shown in Table 5.

The null hypothesis associated with the 'Intercept' item is
that there are no significant differences between the inter-
cepts associated with the two regression lines. As the P
value is not significant, it is accepted that any differences
observed between the intercepts associated with both
lines was purely due to chance alone.

With reference to the 'Slope' item, the null hypotheses
states that the gradients are not significantly different
from zero. As the associated P value indicates the test is
statistically significant, it is accepted that the gradients
associated with the two regression lines was different from
zero.

Finally, the null hypothesis associated with the 'Heteroge-
neity of regression coefficients' item is the same as the
original test described above. This specifies that there are
no significant differences between the two estimates of the
regression coefficients. The P value associated with this
item is non-significant, therefore the null hypothesis is
accepted that there are no differences between the two gra-
dients. The degrees of freedom, sum of squares, mean
square estimates, F and P values associated with the basic
test described above, and the analysis of covariance using
statistical software are exactly the same.

The test for comparing regression coefficients, as
described in this paper, is applicable for two calibration
curves. The technique can be further extended to three or
more calibration curves by computing additional statistics
inclusive of the sum of squares and sum of products for
the additional data sets, and taking into account the joint
remainder sum of squares associated with all data sets.
Additionally, the technique is potentially applicable to
data sets which have been measured at different intervals

Table 4: ANOVA table associated with heterogeneity of regression coefficients using basic spreadsheet software.

Item df SS MS F P

Heterogeneity of regression coefficients 1 0.436 0.436 0.817 0.387263
Residual 10 5.33 0.533

df: degrees of freedom; SS: sum of squares; MS: mean squares: F: F variance ratio; P: probability associated with F variance ratio.
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and points for the independent x variable. However, care
must be taken in this respect, as the interpretation of the
results may be further complicated as comparisons are not
independent of each other. Such non-orthogonal compar-
isons can render statistical conclusions invalid. Due to the
complexity involved in these further calculations, the use
of specific statistical software in order to conduct the anal-
ysis of covariance using the general linear model is sug-
gested. Additionally, because of the multiplicity of testing
between pairs of regression lines, the chance of error
increases so a more stringent significance level should be
adopted. These further extensions to the technique are dis-
cussed in [39-41,43-45].

Conclusion
RT-QPCR has become established as a benchmark in
many areas for trace detection of DNA, and is increasingly
being used in legislative and regulatory enforcement.
Because of the increased focus on the technique, it is of
paramount importance that all factors that can contribute
to significant measurement uncertainty in the end result
of the assay are identified. Currently, most of this evalua-
tion of measurement uncertainty has concentrated on the
experimental work associated with the RT-QPCR process,
and little work has been done to investigate the uncer-
tainty at the data handling and processing stage. Previous
work [2] identified several aspects associated with the data
handling stage that can cause variation in the end result
unless standard guidelines are adopted for their imple-
mentation. The current paper highlights two additional
aspects of data handling that can potentially contribute
towards significant measurement uncertainty in the final
outcome.

The first aspect involved the identification of potential
outlying values associated with a data set, followed by
their correct characterisation via an objective statistical
test and recommended acceptance or rejection criteria
according to ISO guidelines. The second aspect involved
an objective test to calculate the probability that two cali-
bration curves were statistically different, enabling the use
of a more quantitative approach to comparing regression
coefficients than have been previously reported.

The approaches described in this paper illustrate prelimi-
nary methods with which to standardise the reporting of
results. As is inherent with the application of any statisti-
cal tool, these approaches have limitations but they serve
to emphasise additional areas where more work needs to
be conducted in order to standardise the data handling
aspects associated with RT-QPCR assays. Additionally, the
approaches are not unique, but their application to the
area of real-time PCR is novel.

The focus of the current study is the implementation of
statistical techniques in order to examine some factors
that can account for variability in results associated with
RT-QPCR measurements. This statistical analysis of data
helps contribute towards a greater understanding of some
of the areas of uncertainty involved in RT-QPCR.

Additional studies have detailed the mathematics associ-
ated with RT-QPCR, involving discussions on the use of
cycle threshold values and the precision associated with
replicate standard curves [21]. Whilst linear standard
curves are often used as calibration curves, a recent study
has suggested an approach utilising a sigmoidal function
to model fluorescence data as an alternative, in order to
increase the reliability of RT-QPCR measurements [22]. A
further study provides an in-depth review regarding some
of the factors that can account for significant variability in
RT-QPCR measurements including template, operator,
data analysis and subsequent reporting of results [25].
Thus, in any approach to aid in standardisation of RT-
QPCR measurements, it is the summation of many stud-
ies inclusive of statistics, mathematical modelling, techni-
cal and practical approaches that cumulatively provide a
better understanding of all components that can add sig-
nificant uncertainty to a result.

To fully realise and explore the harmonisation of data
handling regarding RT-QPCR assays requires collabora-
tive efforts between scientists that routinely conduct the
assays and can define the problem, and statisticians that
can suggest the optimal approach. It is hoped that by
describing these two aspects in detail in this paper, it can
be seen that further variation at the data handling stage
can contribute to uncertainty in the end result. The proce-
dures outlined in this paper thus have the potential to

Table 5: Table associated with analysis of covariance using advanced statistical software.

Item df SS MS F P

Intercept 1 0.190 0.190 0.357 0.563273
Slope 1 408.113 408.113 765.766 <0.000001
Heterogeneity of regression coefficients 1 0.436 0.436 0.817 0.387263
Error 10 5.329 0.533

df: degrees of freedom; SS: sum of squares; MS: mean squares: F: F variance ratio; P: probability associated with F variance ratio.
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contribute towards providing a set of standardised guide-
lines for the handling and processing of data arising from
RT-QPCR methods, to enable a more systematic and con-
trolled approach to interpretation of the end result.

Methods
Experimental work
The data was generated by singleplex RT-QPCR 5'-3' exo-
nuclease assay using two real-time platforms: the DNA
Engine Opticon 2® (MJ Research, Inc., USA) and MX3000P
Real-Time PCR System (Stratagene, USA). These platforms
are primarily used to detect the exponential accumulation
of fluorescent moieties arising from PCR-based amplifica-
tion of a target sequence.

The RT-QPCR assay employed within this study targets
the human glyceraldehyde-3-phosphate dehydrogenase
(GAPDH) gene and was adapted from a previously devel-
oped assay system [46].

The study comprised three replicate analysis plates per
platform. Each plate contained seven standards (31623,
10000, 3162, 1000, 316, 100 and 32 genomic equivalent
copies) and two sample unknowns (562 and 5623
genomic equivalent copies) for evaluation. All standards
and samples within a plate were replicated six times. The
standards and sample unknowns were generated by serial
dilution from the same source stock, and were devised to
ensure equal spacing of the calibration data points when
plotted on a logarithmic scale for linear regression analy-
sis.

Amplification reactions (25 µl) were performed using 1 ×
Absolute™ QPCR dUTP Mix (ABgene, UK) supplemented
with 100 nM ROX (passive reference dye), 450 nM
GAPDH-FWD and GAPDH-REV primers, 225 nM
GAPDH-Probe (FAM and TAMRA labelled probe), and
variable concentrations (expressed in genomic equiva-
lents) of Human Genomic DNA: Female (Promega, UK).
Primers and probes were supplied by Sigma-Genosys
(UK).

Reactions were run on the two platforms using the follow-
ing thermal cycling parameters: 50°C for 2 min, 95°C for
10 min and 60 cycles of 95°C for 15 s, 60°C for 1 min.
RT-QPCR reactions were performed in accordance with
the equipment manufacturer's instructions (MX3000P™
Real-Time PCR System On-line Help; DNA Engine Opti-
con™ System Operations Manual) and reagent manufac-
turer's instructions (Absolute™ QPCR Mixes product
insert- Abgene 2003).

Analyses were performed in accordance with the manufac-
turer's recommendations using platform specific software:
MX3000P v1.01 (MX3000P Real-Time PCR System) and

Opticon Monitor™ v1.03 (DNA Engine Opticon 2®). Sta-
tistical analysis of the data was performed using Statistica
6.0 software (Statsoft Inc., USA).

Preliminary statistical analysis
For each of the two platforms independently, a two-way
analysis of variance (ANOVA) was used to test for signifi-
cant differences. The two factors examined were plates
and samples (results not shown). The results from both
platforms showed that at the 95% level of confidence,
there was a non-significant interaction (P > 0.05) between
the samples and the three replicate plates within a plat-
form, implying that the samples were behaving consist-
ently between the plates. This gave sufficient statistical
justification in order to pool the three plates within a plat-
form together so that each sample was represented by 18
replicates.

Outlier testing
Data produced from both platforms was tested for outly-
ing values. Data set 3 was derived from the experimental
data set and consisted of three selected samples from the
Opticon 2 platform: sample X (316 copies of genome),
sample Y (562 copies of genome) and sample Z (5623
copies of genome). Each sample within Data set 3 was
represented by a replication factor of 18. Data set 3 was
used to illustrate the application of the outlier test.

Comparing regression coefficients
Data sets 1 and 2 represented data from the seven stand-
ards used to produce calibration curves in the experimen-
tal data set from the MX3000P and Opticon 2 platforms
respectively. These data sets were used for comparing
regression coefficients based on the calibration curve pro-
duced by each platform. Each of the seven standards was
replicated 18 times.

Authors' contributions
GJN conceived of the study and conducted all experimen-
tal laboratory work to generate the data. MJB advised on
the experimental work, carried out the statistical analysis
and modeling associated with the data, and drafted the
manuscript. CAF managed the project and coordinated all
activities. NH provided additional background material
and helped to draft the manuscript. All authors read and
approved the final manuscript.

Acknowledgements
The authors thank Michael Griffiths, for his valuable help and additional 
advice regarding the statistical content of this paper.

The approaches described in this paper were developed through ideas aris-
ing from a project supported by the United Kingdom Food Standards 
Agency (UK), and additionally funded through LGC's Technology Strategy 
Programme.
Page 12 of 13
(page number not for citation purposes)



BMC Biotechnology 2005, 5:31 http://www.biomedcentral.com/1472-6750/5/31
The authors thank Stratagene, UK and Genetic Research Instrumentation 
Ltd, UK (UK distributor for MJ Research) for the loan of real-time instru-
mentation and technical support.

References
1. Artlett CM, Dito CG, Christner PJ: : Methodology for Detecting

Trace Amounts of Microchimeric DNA from Peripheral
Murine White Blood Cells by Real-Time PCR.  Biol Proced
Online 2003, 5:103-107.

2. Burns MJ, Valdivia H, Harris N: Analysis and interpretation of
data from real-time PCR trace detection methods using
quantitation of GM soya as a model system.  Anal Bioanal Chem
2004, 378(6):1616-1623.

3. Mackay IM, Arden KE, Nitsche A: Real-time PCR in virology.
Nucleic Acids Research 2002, 30:1292-1305.

4. Peirson SN, Butler JN, Foster RG: Experimental validation of
novel and conventional approaches to quantitative real-time
PCR data analysis.  Nucleic Acids Research 2003, 31:e73-e73.

5. Palecek E: Past, present and future of nucleic acids electro-
chemistry.  Talanta 2002, 56:809-819.

6. Heid CA, Stevens J, Livak KJ, Williams PM: Real time quantitative
PCR.  Genome Research 1996, 6:986-994.

7. Whelan JA, Russel NB, Whelan MA: : A method for the absolute
quantification of cDNA using real-time PCR.  Journal of Immu-
nological Methods 2003, 278:261-269.

8. Hubner P, Waiblinger HU, Pietsch K, Brodmann P: Validation of
PCR methods for quantitation of genetically modified plants
in food.  J AOAC Int 2001, 84:1855-1864.

9. Gachon C, Migam A, Charrier B: Real-time PCR: what relevance
to plant studies?  Journal of Experimental Botany 2004, 55:1445-1454.

10. Commission of the European Communities: White paper on food
safety, Brussels 1999 [http://europa.eu.int/comm/dgs/
health_consumer/library/pub/pub06_en.pdf].

11. Han J: How Can Data Mining Help Bio-Data Analysis?  In
BIOKDD02: Workshop on Data Mining in Bioinformatics, International
Conference on Knowledge Discovery and Data Mining Edmonton,
Alberta, Canada.  July 23–26, 2002

12. Welch SJ: Novel techniques for the efficient reduction of data
generated by charge-coupled device detectors.  Review of Sci-
entific Instruments 2000, 71:4286-4293.

13. Eurachem guide: The Fitness for Purpose of Analytical Methods: A Labora-
tory Guide to Method Validation and Related Topics LGC Limited 1998.

14. King B: Meeting the measurement uncertainty and traceabil-
ity requirements of ISO/AEC standard 17025 in chemical
analysis.  Fresenius Journal of Analytical Chemistry 2001, 371:714-720.

15. Kristiansen J: Description of a generally applicable model for
the evaluation of uncertainty of measurement in clinical
chemistry.  Clinical Chemistry and Laboratory Medicine 2001,
39:920-931.

16. Moser J, Wegscheider W, Sperka-Gottlieb C: Quantifying the
measurement uncertainty of results from environmental
analytical methods.  Fresenius Journal of Analytical Chemistry 2001,
370:679-689.

17. Stahlberg A, Aman P, Ridell B, Mostad P, Kubista M: : Quantitative
real-time PCR method for detection of B-lymphocyte mon-
oclonality by comparison of kappa and lambda immunoglob-
ulin light chain expression.  Clin Chem 2003, 49:51-59.

18. Peccoud J, Jacob C: Theoretical uncertainty of measurements
using quantitative polymerase chain reaction.  Biophys J 1996,
71:101-108.

19. Holst-Jensen A, Ronning SB, Lovseth A, Berdal KG: PCR technol-
ogy for screening and quantification of genetically modified
organisms.  (GMOs) Anal Bioanal Chem 2003, 375:985-993.

20. Hill AR, von Holst C: Factor transformation to produce statis-
tics describing the uncertainty of analytical data.  Analyst 2001,
126:2053-2060.

21. Rutledge RG, Cote C: Mathematics of quantitative kinetic PCR
and the application of standard curves.  Nucleic Acids Res 2003,
31(16):e93. DOI: 10.1093/nar/gng093

22. Rutledge RG: Sigmoidal curve-fitting redefines quantitative
real-time PCR with the prospective of developing auto-
mated high-throughput applications.  Nucl Acids Res 2004,
32(22):e178. DOI:10.1093/nar/gnh177

23. Rasmussen TB, Uttenthal Å, de Stricker K, Belák S, Storgaard T: :
Development of a novel quantitative real-time RT-PCR

assay for the simultaneous detection of all serotypes of Foot-
and-mouth disease virus.  Arch Virol 2003, 148:2005-2021.

24. Pfaffl M, Meyer HHD, Sauerwein H: Quantification of Insulin-like
Growth Factor-1 (IGF-1) mRNA: Development and valida-
tion of an internally standardised competitive Reverse Tran-
scription-Polymerase Chain Reaction (comp RT-PCR).  Exp
Clin Endocrinol Diabetes 1998, 106(6):506-513.

25. Bustin SA, Nolan T: Pitfalls of Quantitative Real-Time Reverse-
Transcription Polymerase Chain Reaction.  Journal of Biomolecu-
lar Techniques 2004, 15:155-166.

26. Muller PY, Janovjak H, Miserez AR, Dobbie Z: : Processing of gene
expression data generated by quantitative real-time RT-
PCR.  Biotechniques 2002, 32:1372-1379.

27. Kuwahara SS: Outlier Testing: Its History and Applications.
BioPharm 1997, 10:64-67.

28. Taverniers I, Bockstaele E, deLoose M: Cloned plasmid DNA frag-
ments as calibrators for controlling GMOs: different real-
time duplex quantitative PCR methods.  Anal Bioanal Chem
2004, 378:1198-1207.

29. Tukey JW: Exploratory data analysis Addison Wesley Publishing,
Reading; 1977.  ISBN 0201076160

30. Gibbons RD: Statistical Methods for Groundwater Monitoring John Wiley
& Sons, New York; 1994. 

31. Grubbs FE: Procedure for detecting outlying observations in
samples.  Technometrics 1969, 11:1-21.

32. International Standards ISO Guide 5725-2 "Accuracy (true-
ness and precision) of measurement methods and results –
Part 2: basic method for the determination of repeatability
and reproducibility of a standard measurement method".
1994.

33. Shapiro SS, Wilk MB, Chen HJ: A comparative study of various
tests of normality.  Journal of the American Statistical Association
1968, 63:1343-1372.

34. Lilliefors HW: On the Kolmogorov-Smirnov test for normality
with mean and variance unknown.  Journal of the American Statis-
tical Association 1967, 64:399-402.

35. Fowler J, Cohen L, Jarvis P: Practical statistics for field biology Second
edition. John Wiley & Sons; 1998.  ISBN 0-471-98295-4

36. Dixon WJ: Analysis of extreme values.  Ann Math Stat 1950,
21:488-506.

37. Aberásturi FJ, Jiménez AI, Arias JJ, Jiménez F: Simultaneous spec-
trophotometric determination of folic acid, pyridoxine, ribo-
flavin and thiamine by partial least-squares regression.
Analytical-Letters 2002, 35:1677-1691.

38. Almeida AM, Castel-Branco MM, Falcao AC: Linear regression for
calibration lines revisited: weighting schemes for bioanalyti-
cal methods.  J Chromatogr B Analyt Technol Biomed Life Sci 2002,
774:215-222.

39. Snedecor GW, Cochran WG: Statistical Methods 6th edition. Iowa
State University Press; 1993.  ISBN: 0813815614

40. Porter AC, Raudenbush SW: Analysis of covariance: its model
and use in psychological research.  Journal of Counseling Psychology
1987, 34(4):383-392.

41. Newton RR, Rudestam KE: Your Statistical Consultant: Answers to Your
Research and Data Analysis Questions SAGE publications; 1999.  ISBN-
0-8039-5823-4

42. Mygind T, Birkelund S, Birkebæk ØL, Skov-Jensen J, Christiansen G:
Determination of PCR efficiency in chelex-100 purified clini-
cal samples and comparison of real-time quantitative PCR
and conventional PCR for detection of Chlamydia pneumo-
niae.  BMC Microbiology 2002, 2(1):17.

43. Wildt AR, Olli TA: Analysis of covariance.  In Quantitative Applica-
tions in the Social Sciences series #12 Thousand Oaks, CA: Sage Publi-
cations; 1978. 

44. Kowalski CJ, Schneiderman ED, Willis SM: : ANCOVA for nonpar-
allel slopes: the Johnson-Neyman technique.  Int J Biomed Com-
put 1994, 37(3):273-86.

45. Hardy M: Regression With Dummy Variables.  In Sage University
Paper Series on Quantitative Application in the Social Sciences Beverly
Hills and London: Sage Publications; 1993.  # 07-093

46. Birch L, English CA, O'Donoghue K, Barigye O, Fisk NM, Keer JT: :
Accurate and robust quantification of circulating fetal and
total DNA in maternal plasma from 5 to 41 weeks of gesta-
tion.  Clin Chem 2005, 51(2):312-320.
Page 13 of 13
(page number not for citation purposes)

http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=12734552
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=12734552
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=12734552
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=15214425
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=15214425
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=15214425
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11884626
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=12853650
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=12853650
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=12853650
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=8908518
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=8908518
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=12957413
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=12957413
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11767156
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11767156
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11767156
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=15208338
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=15208338
http://europa.eu.int/comm/dgs/health_consumer/library/pub/pub06_en.pdf
http://europa.eu.int/comm/dgs/health_consumer/library/pub/pub06_en.pdf
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11768456
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11768456
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11768456
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11508456
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11508456
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11508456
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=12507960
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=12507960
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=12507960
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=8804593
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=8804593
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11763091
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11763091
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=12907745
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=12907745
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=15601990
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=15601990
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=15601990
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=14551821
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=14551821
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=14551821
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=14551821
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=10079033
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=10079033
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=10079033
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=15331581
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=15331581
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=12074169
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=12074169
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=12074169
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=14689155
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=14689155
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=14689155
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=12076691
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=12076691
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=12076691
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=12106506
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=12106506
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=12106506
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=7705908
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=7705908
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=15608152
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=15608152
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=15608152

	Abstract
	Background
	Results
	Conclusion

	Background
	Results and discussion
	Outlier testing
	Limitations of approach and comparison to other methods
	Comparing regression coefficients
	Limitations of approach and comparability with other methods

	Conclusion
	Methods
	Experimental work
	Preliminary statistical analysis
	Outlier testing
	Comparing regression coefficients

	Authors' contributions
	Acknowledgements
	References

